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I INTRODUCTION
The camera experiment controller interface provides communications

between an HP9845 desk-top computer and a digital camera instrumentation
set. It is used with two cameras in separate experiments. One camera
is in an underwater housing used for measurement of beam spread
function. The second camera is used aboard the vessel at the output
focal plane of an'optical spectrograph. The digital camera set includes
the 100 x 100 pixel digitalJkticon camera with its RS250 controller,
the IT microchannel plate"(MCP' image intensifer with its electronic

-- gate or shutter, and a Graflex strobe light source*.- The interface
sends all the electronic signals needed to control the instrumentation
set. The HP9845, in turn, programs the interface with the timings
required for the desired experiment. The HP9845 also reads out image
data stored in a 16K x 8-bit memory in the interface. Thus, two
independent levels of operation take place in the interface: control of
the camera experiment; and data communication between the HP9845 and
digital camera. Both levels of operation are discussed below. ,. , L

A. Interface Control of Reticon Instrumentation Set

The three experimental instruments to which the interface is
directly connected are a Graflex strobe unit, an ITT MCP image
intensifier and a Reticon RS250 camera controller. In addition, the
interface monitors the output of a photodiode "light meter" that
provides a measure of illumination level for control of camera
exposure. The interface can send the following signals to the following
instruments

Instrument Signal

Graflex Strobe Fire strobe (-150 V)

ITT Image Intensifier Gate on (+5 V)/Gate off (0 V)
Intensifer Gain (0 - +10 V)

Reticon R5250 ESTART (begin frame acquisition)
ECLK (external timing signal)

*The strobe light source is used for beam spread function (BSF)
measurements. In the case of the Fiber Optic Spectrometer System for
Underwater Measurements (FOSSUM), this stroboscopic light source is not
used.
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To send these signals at the appropriate times, the HP9845 loads
information into eight registers (Reg 0-7) of the interface. During
experiment control, the interface examines each register once per
microsecond to determine if any signals need to be sent. Reg. 0
contains an 8-bit number which sets the gain of the Image intensifier.
Reg. I is a cutoff value to protect the image intensifier from over-
exposure conditions. When the product of the intensifier gain (Reg. 0)
and the digital vilue of the photodiode "light meter" mentioned above
exceeds the value stored in Reg. 1, the experiment is automatically
turned off. The other six registers (Reg. 2-7) contain a time in
microseconds at which an experimental function should occur. Each
microsecond these registers are compared with the experiment clock and a
function is executed when the register value equals the experiment clock
value. The functions of these six registers are listed here:

eg. Function

2 ESTART1 - time at which first (dark) image frame is
acquired. This frame is used to clear the data
memory.

3 Intensifier Gate On - time at which the intensifier
gate is turned on.

4 Experiment Reset time - time at which the experiment
clock Is reset and starts counting up again. This
time cannot exceed 16.5 seconds.

5 Strobe Start Time - time at which the strobe is
fired. Typical strobe duration in 3 me.

6 ESTART2 - time at which the second image frame is
acquired.

7 Intensifier Gate off - time at which the intensifer
gate is turned off.

There are two rules which govern the execution of any of Reg 2
through 7. First, the experiment clock starts with a value of 8
microseconds, so any register which has a value less than 8 will never
equal the experiment clock value and, therefore, never initiate an
execution of a function. The register values should never be 0. The

Asecond rule is that If all six timing registers are less than the
experiment clock value the experiment execution automatically stops
after a single execution of the experiment.



Some examples will show how this experiment control works. Suppose
the experiment is to set off the strobe and record a picture (single-
frame mode). The registers could be loaded with the following values:

*'I

Rep. Value

0 Arbitrary (decided by light level)

I Arbitrary

2 ESTART1 - 10 us

3 Intensifier on- 11000 Us

4 Reset time - 6 us (not executed)

5 Strobe start time - 11001 us

6 ESTART 2 - 15001 us

7 Intensifier off - 15000 us

Using the two rules listed, it can be seen that a frame will be acquired
starting 10 us to clear the CCD array. It should be noted that it takes
11 usec to transfer an image from Reticon tp UP9845. When the CCD is
clear, the intensifier will be turned on and the strobe flashed. The
image of the flash will be recorded 15 us later, right after the
intensifier is turned off. Note that since the reset time is less than
8 us, it is not executed. Therefore, when the experiment clock exceeds
all the register values, the experiment stops.

Now suppose a continuous frame mode were desired, with a frame to be
recorded every 50 msec. The registers would be set as follows:

ep &. Value

0 Arbitrary (depends on light level)

1 Arbitrary

2 ESTART1 - 6 us

3 Intensifier on - 2000 US

-- 3



4 Reset time - 50,008 us

5 Strobe start time - 2001 us

6 ISTART2 - 5500 us

7 Intensifier off - 5450 us

In this second example, it can be seen that the ESTARTI command is never
executed and that the process repeats every time the experiment clock
reaches 50008 Us. The process will stop only when the HP9845 resets the
interface.

Another feature of the interface is the recording of the photodiode
"light meter" data value in the 16K memory of the interface. When the
interface is not recording Image data, it continuously places the
photodiode value into a known memory address. When the strobe function
in Reg. 5 is executed, the photodiode values are recorded every 8 us
into an array in the memory. This allows the acquisition of a time
history of the ambient light level. Since other procedures permit the
strobe to be fired without the camera taking a picture or the
intensifier being turned on, it is possible to find the light level to
which the intensifier will be exposed without turning on the camera
intensifer. The following register values permit use of the photo diode
as a light meter:

Reg. Value

0 0

1 0

2 ESTART1 - 2 us

3 IntensIfer on - 2 us

4 Reset time - 2 us

5 Strobe time- 10 us

4
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6 ESTART2 - 50,000 us

7 Intensifier off - 2 us

The interface register values can be reset while the experiment
clock Is running. This would allow, for Instance, modification of the
intensifier gain during image acquisition.
The interface also has an external synch switch and connector. When
switched on, the experiment clock will not comence until the synch
connector receives a "true" level TTL signal longer then one
microsecond.

B. HP9845 Communication with the Interface

The HP9845 presents 16 output lines to the interface and receives 16
inputs lines from the interface via the HP98032A 16-bit interface. The
interface provides the proper signals to "talk" to the HP9845. The
words which the 1P9845 sends to the interface contain instructions and
data. The lower order byte contains data (when applicable); the high
order byte contains 8-bits of instructions for the interface. The high
order byte looks like this:

Bit Instruction

15 Load data from HP to latch

14 Load data from latch to HP (with bit 8 on, set up for
DMA)

13 Load data from register to latch

12 Load data from latch to register

11 -, .CUT EXPERIMENT



Bit 12 or 13 on Bit 14 on Bit 15 on

10 MSB Register Latch Byte 3 Latch Byte 3

11 Register Latch Byte 2 Latch Byte 2

12 LSB Register DMA

The instruction set above allows the HP9845 to move data a byte at a
time through a 24-bit wide "latch" into one of the interface's 8

registers (Reg. 0-7). It fills the latch with three low-order data
bytes then fills one of the registers with the latch. The instruction
set also allows the SP9845 to read any of the interface's registers.
This is accomplished by loading the latch with the desired register and
then reading out the latch to the 519845. Since the latch is 24-bits
wide, it takes three reads for the 519845 to completely read the
latch. After the registers have been loaded with the proper timings and
values, the experiment will start when the interface recieves a word
with bit 11 on.

The image data and the time history of the photodiode are
transferred to the 5P9845 via DMA. First the HP9845 must send a word
with bits 14 and 8 on. It must next input in DMA format 10,010 or
16,384 words. 10,010 words are input when only the image is desired;
16,384 words are input when the photodiode time history is desired as
well. The value of the CTLO line in the HP98032A interface determines
how many words will be input. DMLA's may occur while an experiment is
taking place, but recording Image data takes priority over the interface
memory. Data transferred via UNA has only the low-order byte valid.

The following subprogram illustrates the four basic operations-
loading the interface registers (cf., "Np to registers"), reading the
interface registers back Into the HF (ELf.,'Registers to hp'), starting
the experiment (If., "Execute"), and reading in a picture via DMA (cf.,
"Duawpcture"). Two subprogram also convert real variables with
timings stored in them into integer variables that can be sent to the
interface and vice versa.
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3"So REM3966 REfl
- - 3976 REM

396 US HprcCInfoDo_pixelcForrct)
09" NEU
46M6 RE" This routine drives the NP9SS32A Interface and talks to the
4016 RE" SRI control box, the so-called HPRC. Values of Info cause
402.0 REM different actions to happen.
4030 RE"
4046 REM Info - I -- ) Run Experiment
469 5 RE" Info a 2 -- ) Load Timings
4060 RE" Info s -- > Load Gain
4676 RE" Info a 4 -- > DNA into Raw data
4060 REM
460 RE" Note that in loading the timings or the gain, this routine
4100 REM automatically recalls the loaded values for verification.
4116 REM The recalled values are placed back into Timings and the
4126 RE" calling routine is responsible for handling an error in
4136 REM loading the Timings variables. The Do pixel corrct para-
4140 REM meter fixes the odd pixels for the SRI camera which Is
4150 REM missing output from its odd pixels.
4166 REM
4170 CON INTEGER Select codeqRawdat&(r*)qPacked data(e),Dark data(e)
4166 COM REAL Timings(O)Correct dataCo)Yign data(*)
4190 CON StartttIe$C142
4200 INTEGER IoJKFirst LastToggle(16),Time(S3),Mord
4210 REAL Test time
4220 FOR I•s 0 14
4230 ToggleCI)=2-1
4240 NEXT I
4256 Toggl(15)=-32768
4260 IF Info-I THEN
42?0 GOSUD Execute
420 ELSE
4296 IF Infon2 THEN
4306 GOSUI Loaodtimes
4310 ELSE
4320 IF InfoS THEN
4330 GOSUD Loa i n
4340 ELSE
4350 IF Info-4 THEN
430 GOSUD Dma.pIcture
4376 END IF
4300 END IF
4890 END IF
4400 END IF
4410 IUSEXIT
4426 Executel I
4430 NITE 10 Select.codej5*Toqgle(9)
4440 WRITE 2114 S!lfttcod.;Toggell)
4450 OUTPUT 91 8W
44"0 ENTER 91|tartt.imes
4476 SUNEXIT
4466 Load timesl I
4490 First*
4900 Lasts?
4610 SOSUS Loead.ualues
40360 IUDEXIT
46W6 Load gain: I
4W40 Firstes

490Lessel
4W0 OCUD Loadval ws
wa *1UIT

. ~~w . .. . ....



*w me& picture: I
4590 WRITE 10 Select code,5;Toggle(O)
406 WordUDINIOR(Toggle(14),Toggle(6))
4"10 WRITE DIN Select code;Uord
4"20 ENTER Select code WDHR 11.1 NOFOR"RT;Raw-d&%&(*)
4430 UNITE 10 S*1lect -code,5;Toggl*(@)
4640 IF Do xixe corictat THEN
$630 FOR in@ To 9
4660 FOR 3.0 TO 96 STEP 2
4670 Raw data(l,J3.1).(Raw dataC I.J).Raw datac I,J.2) )'2
4600 NEXT
4690 NEXT I
4706 END IF
4710 SUDSEXIT
4720 Load values: I
4730 GOOUD Tlafnstot1me
4740 GOSUD Np so register
4750 GOSUD Re-gsTerso-hp
4760 RETURN
4770 Np_ to register: I
4760 FOR TeFtirst TO Last
4790 FOR J=9 TO 2
4000 Word=BINIOR(DINIOR(ToggleC 15),TtmeC IJ))gToggl eCTB))
4010 URITE DIN Select cod@;Uord
4020 NEXT 3
4S3S WordwDINIOR(I*2-SgToqgl&(13))
4640 WRITE DIN S*lect code;Word
4656 NEXT I
4060 RETURN
4676 Regster to.hp:1
4300 FOR I.Flvsts TO Last
499 WordnSINIORCI*2-0.Togglw(12))
4900 WRITE DIN Select cod*;Word
4910 Word=DINIOR(Toggle(14)#ToggleC9))

a,4929 WRITE DIN Select -code; Word
'44936 J=READDINCSolect code)

4946 Timings(l)=0
4950 FOR K.0 TO 14
4966 IF DITCJqK)w1 THEN TlmlngsCI)-Timlngs(I)+Toggl&CK)
4970 NEXT K
4960 IF DIT(Jp15)w1 THEN TimingsCI)uTlmingsCI)+2A15
4990 UoudaDINIORCToggle(14),Toggle(1S))
506 WRITE DIN Select..code;Nord
5010 Timi ngs( I)uTtmlngs(lI)eDINAND(255, RERDDINCSelect-code) )*2416
5026 NEXT I
5030 RETURN
5646 TImIngs to time: I
5050 FOR KaV~ist TO Last
5060 Testtl1memTlmlngs(K)
5070 FOR 1.2 TO 0 STEP -1
5000 TtmeCKpI)w9
5096 FOR Jul*W. TO 1*9 STEP -1
51*0 IF Test time-2AJ)w0 THEN
5110 Ttme(KI)uDINIOR(Tlme(KI),ToggleCJ-1eO))
5126 TesttImTett e-J
6130 END IF
5140 NEXT J
5150 NEXT I
5160 NEXT K
5170 RETURN
5100 SUDEND
5190 Rm
5206 REN




